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ABSTRACT: Successful pathogen detection is crucial for public health as the
threat of infectious disease is dramatically increasing globally due to bacteria
developing resistance to many antimicrobial drugs. The increase in bacterial
infections has led to urgent demands for simpler, faster, and more reliable
detection methods to be developed allowing the most appropriate therapy to be
provided. Surface enhanced Raman scattering (SERS) is an analytical technique
which has gained a great deal of interest for biosensing due to its sensitivity,
selectivity, and multiplexing capabilities. A new bionanosensor has been
developed for the isolation and detection of multiple bacterial pathogens via
magnetic separation and SERS. This novel assay format involves using lectin
functionalized magnetic nanoparticles for capture and isolation of bacteria from
the sample matrix followed by speciﬁcally detecting bacterial pathogens using
SERS active nanoparticles functionalized with antibodies which are strain speciﬁc. Therefore, the sample is captured using a
“magnetic plug” and interrogated with a laser allowing simple and fast optical detection. Three bacterial pathogens (Escherichia
coli, Salmonella typhimurium, and methicillin-resistant Staphylococcus aureus) were successfully isolated and detected, with the
lowest concentration for each of the strains detected at just 101 colony forming units per mL (CFU/mL). In addition to single
pathogen detection, a mixture of all three bacterial strains was isolated and identiﬁed within the same sample matrix using SERS
with the triplex detection also being conﬁrmed using principal component analysis. Herein, we demonstrate that this multiplexed
bionanosensor is capable of providing rapid and sensitive discrimination of bacterial pathogens both individually, and within a
multiplex system, oﬀering opportunities for future point of care devices and advancements in biomedical applications.

S

shorter analysis times and the added beneﬁt of analysis being
deployed directly on site.4,6−8
Surface enhanced Raman scattering (SERS) is an ultrasensitive and selective analytical technique that can be used to
detect target molecules attached to or in close proximity to the
surface of noble metal nanoparticles; commonly, silver and gold
are used.9 The enhancements observed are orders of magnitude
greater than those reported for conventional Raman scattering;
however, the enhancements vary widely depending on analyte
and substrate.10,11 Additional enhancements, up to 1014, can be
achieved by tuning the laser frequency with an electronic
transition within the analyte, hence using a chromophore to
give rise to the phenomenon known as surface enhanced
resonance Raman scattering (SERRS). The main advantage of
Raman based techniques is their ability to provide sharp,
molecularly speciﬁc spectra making it possible to easily
discriminate between individual components in a sample

uccessful pathogen detection is a critical step in ensuring
food safety and the health of the general public.1 Over the
years, there have been many threats to human health from
bacterial infections such as Escherichia coli and methicillinresistant Staphylococcus aureus (MRSA) leading to a surge of
ingenious strategies for isolating and detecting microorganisms
in connection with food safety, medical diagnostics, water
quality, and bioterrorism.2,3 Commonly, pathogenic bacteria are
detected using conventional methods which rely on lengthy and
laborious microbiological, morphological, or biochemical
identiﬁcation. Generally these methods fall within three
categories: culture-colony counting methods, polymerase
chain reaction (PCR), and immunology based techniques
such as enzyme-linked immunosorbent assays.1 These methods
can provide sensitive, qualitative, and quantitative data on the
microorganisms being analyzed, however, they can also be
expensive, require specialized equipment with specially trained
staﬀ, and/or be time-consuming as they often require an initial
enrichment step.4,5 In order to overcome these deﬁciencies,
biosensor technology has grown exponentially in the past 25
years as it has the capability of providing sensitive and reliable
results which equate to conventional methods but with much
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Figure 1. Schematic illustrating the single-plex and multiplex detection assay. Assay format: (a) Lectin (Con A) functionalized silver coated magnetic
nanoparticles (Ag@MNPs) will bind to bacteria, and the presence of the magnet will allow for magnetic separation of the bacteria from the sample
matrix. (b) SERS active silver nanoparticles (AgNPs) functionalized with a biorecognition molecule (antibody; Ab) and a unique SERS reporter are
added. The mixture is shaken for 30 min before application of a magnet for a further 30 min and collection of the sample. Any unbound matrix is
gently removed and the sample subsequently resuspended in d.H2O (deionized water). (c) The sample is then interrogated with a 532 nm laser
beam and a SERS signal obtained (green spectrum). When no target is present, the functionalized AgNPs will be washed away; thus, they will not
bind to bacteria so a minimum SERS signal is obtained (red spectrum). (d) Multiplexing step: 3× AgNP conjugates each functionalized with a
diﬀerent Raman reporter and an antibody (which is speciﬁc for a bacterial pathogen) are added together with 3 bacterial pathogens and Con A
(which binds to all three bacteria) functionalized Ag@MNPs. In the same way as the single-plex systems, magnetic separation allows for the samples
to be concentrated and analyzed via a 532 nm laser. A SERS spectrum is obtained which contains characteristic peaks from the three Raman
reporters and thus can be used to conﬁrm the targets are present.

mixture, therefore making it an ideal technique for the
detection of multiple analytes.12,13
To date, there have been many SERS bionanosensors
developed which focus on bacterial pathogen detection.2,3,14−19 Zhang et al. used aptamer functionalized gold
nanoparticles to detect Salmonella typhimurium and Staphylococcus aureus in pork at concentrations of 15 and 35 CFU/
mL, respectively.20 Pazos-Perez et al. approached the detection
of bacteria by designing a “microorganism optical detection
system” consisting of a microﬂuidic device and micropump
which ﬂushed the bacterial sample through the device to a
Raman microscope where they analyzed the sample using a 785
nm laser. They reported the detection of multiple bacterial
strains at concentrations of 106 CFU/mL.21
Moreover, there has been an inﬂux in papers recently which
use a “magnetic separation” approach. This involves using
magnetic nanoparticles plus a magnet to capture and isolate
bacteria from a complex matrix volume, giving rise to an
increased SERS signal.1,22−26 Najaﬁ et al. detected E. coli in
apple juice at 102 CFU/mL,23 while Guven et al. reported
detection limits of 8 CFU/mL in water within 70 min.22
Furthermore, Wang et al. reported that S. typh and S. aureus
could be detected simultaneously in spiked spinach and peanut
butter at concentrations of 103 CFU/mL, when SERS was
combined with a magnetic separation step.1 The bionanosensors which have been developed are starting to address the
issue of detecting multiple bacterial pathogens simultaneously
with 2−3 targets being identiﬁed in a sample matrix. They
produce reproducible results in comparable times; however,
they lack the sensitivity, eﬃciency, and ease of our approach.

Many of them require complex separation steps or require
dropping the sample onto a surface before analysis, resulting in
extra handling steps and increased preparation times.
Essentially our approach is a sandwich SERS assay (Figure 1)
in which we combine SERS active silver nanoparticles
functionalized with bacteria speciﬁc recognition molecules
(antibodies) with lectin functionalized magnetic nanoparticles
enabling the capture and isolation of bacteria through magnetic
separation. It is the use of lectin functionalized magnetic
nanoparticles which makes this separation step novel and
eﬃcient in capturing and isolating bacteria from a sample
matrix.
Lectins are carbohydrate binding proteins that bind
speciﬁcally to sugars. They have been reported to speciﬁcally
recognize and bind to carbohydrate constituents expressed on
the surface of bacteria.27,28 Concanvalin A (Con A) is a type of
legume lectin that binds speciﬁcally to terminal α-D-mannosyl
and α-D-glucosyl groups present on the surface of all
bacteria.29,30 In addition, our group has previously reported
its use with silver nanoparticles as a molecular imaging agent,
investigating carbohydrate−lectin interactions occurring at the
surface of mammalian cells using SERS.31 Furthermore, we
have prior knowledge of combining functionalized silver
nanoparticles with silver coated magnetic nanoparticles in a
stable sandwich-type assay for SERS detection of DNA.32
Hence, by exploiting our previous knowledge and the fact that
lectins bind speciﬁcally to sugar moieties on the surface of
bacteria, in the present study we have developed a sensitive
bionanosensor which is capable of isolating and detecting
multiple bacterial pathogens simultaneously. We believe our
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intensities were obtained by scanning 3 replicate samples 5
times, and in all plots, the error bars represent one standard
deviation.
All multivariate statistical analysis was carried out in
MATLAB software (The MathWorks, Natick, MA). Prior to
conducting principal component analysis (PCA), the data were
baseline corrected using asymmetric least-squares (AsLS).35
PCA was performed on four diﬀerent data sets, three consisting
of spectra obtained from single pathogen detection experiments
and one data set obtained for the multiplex detection of the
three pathogens.36

SERS bionanosensor can provide all the requirements
(sensitivity, reproducibility, cost, ease of use, and speed of
analysis) which are required for a point of care assay and oﬀer
opportunities for future advancements in food production and
healthcare applications.

■

EXPERIMENTAL SECTION
Silver nanoparticles and silver coated magnetic nanoparticles
were synthesized using methods previously reported by Lee et
al. and Kumar et al.33,34 The colloidal solutions had an average
particle size of 80.9 and 253.3 nm, respectively. The
biomolecule−nanoparticle conjugates which were used in
these studies were prepared using modiﬁed methods previously
described by Simpson et al. and Donnelly et al.17,32 Detailed
protocols for the preparation and characterization of these
colloidal suspensions are provided in the experimental section
of the Supporting Information.
Bacterial Strains. Escherichia coli ATCC 25922, Staphylococcus aureus (methicillin-resistant) ATCC BAA-1766, and
Salmonella typhimurium ATCC 14028 were used in this study.
The growth conditions and protocol detailing the preparation
of the bacterial slurries are provided in the SI.
Detection Assay. Single Pathogen Detection. For each of
the 3 bacterial pathogens, the following procedure was carried
out: SERS active antibody functionalized silver nanoparticles
(200 μL; Ab-AgNP) were added together with lectin
functionalized silver coated magnetic nanoparticles (200 μL;
Con A-Ag@MNP) and a speciﬁc bacterial strain (50 μL, 104
CFU/mL). Note that, for the control sample, the bacteria were
replaced with d.H2O (50 μL) only. The sample was mixed
thoroughly for 30 min before being placed in a magnetic rack
for a further 30 min to allow the sample to collect. The clear
supernatant was removed, and the sample was resuspended in
d.H2O (450 μL) ready for analysis. The same procedure was
followed for the concentration studies except the bacteria
concentration was varied from 104 to 101 CFU/mL. To conﬁrm
concentration dependence, an extended concentration study
was conducted for E. coli bacteria only where the assay was
performed over the range 107 to 101 CFU/mL. It should be
noted that each sample was prepared in triplicate.
Multiple Pathogen Detection. The three sets of antibody
functionalized silver nanoparticles (100 μL of each conjugate)
were added together with lectin functionalized silver coated
magnetic nanoparticles (200 μL) plus the three bacterial strains
(50 μL of each pathogen; 103 CFU/mL). Note that, for the
control sample, the bacteria were replaced with d.H2O (150
μL) only. The same procedure as described above (for the
single pathogen detection) was employed, except the sample
was resuspended in 650 μL of d.H2O.
SERS and Multivariate Analysis. Raman reporters used
were malachite green isothiocyanate (MGITC), 7-dimethylamino-4-methylcoumarin-3-isothiocyanate (DACITC), and 4(1H-pyrazol-4-yl)-pyridine (PPY), and these were used to
detect E. coli, S. typh, and MRSA, respectively.
The samples were analyzed immediately after preparation
using a Renishaw InVia Raman microscope. Speciﬁcally, the
Raman spectra were acquired using a 532 nm laser excitation
with a 20× long working distance objective lens focused into a
96 well plate containing 300 μL of the bacteria−NP conjugate
solution. The laser power was adjusted each time to ∼0.8 mW,
and an acquisition time of 1 s with a static scan being centered
at 1300 cm−1 was employed. For all Raman spectra, data
handling was carried out using GRAMS/AI software. The peak

■

RESULTS AND DISCUSSION
Characterization of Biomolecule−NP Conjugates. The
developed bionansosensor is based on a sandwich-type SERS
assay with the detection strategy provided in Figure 1. Initially,
maghemite (γ-Fe2O3) magnetic nanoparticles were synthesized
using a coprecipitation method, and then coated with a silver
shell via a glucose reduction protocol previously described by
Donnelly et al.32 The silver coated magnetic nanoparticles were
functionalized with a heterobifunctional thiol/carboxy
PEGylated linker and the legume lectin, Concanvilin A (Con
A), via carbodiimide cross-coupling chemistry.17,32,37 Conjugating Con A to the surface of silver coated magnetic
nanoparticles, in the presence of a magnet, allowed for us to
develop a unique and eﬃcient way to capture bacteria from a
sample matrix.
Con A functionalized magnetic nanoparticles were prepared
using modiﬁed methods previously described by Simpson et al.
and Donnelly et al.17,32 The magnetic nanoparticle conjugates
were optimized and characterized using extinction spectroscopy, dynamic light scattering, and zeta potential analysis. The
data obtained at each stage of the conjugation process (Figure
S1) along with a detailed discussion of the results are provided
in the SI. In summary, a shift from 420 to 430 nm in the
localized surface plasmon resonance (LSPR) plus broadening of
the peak was observed after the addition of the Con A lectin
(Figure S1a). Furthermore, an increase in size and decrease in
zeta potential (Figure S1c,d, respectively) were observed at
each stage of the conjugation indicating that there was a change
to the surface environment of the nanoparticle and thus
conﬁrming the successful attachment of both the PEGylated
linker and the Con A lectin to the magnetic nanoparticles.
It was also important to optimize and characterize each step
of the conjugation process for the SERS active antibody
functionalized silver nanoparticles. Silver nanoparticles were
initially synthesized using a modiﬁed Lee and Miesel method.33
Following this, the SERS active conjugates were prepared by
functionalizing the silver nanoparticles with a Raman reporter,
PEGylated linker, and antibodies that were bacterial strain
speciﬁc. Again, carbodiimide cross-linking chemistry was used
to immobilize the antibodies onto the nanoparticle surface, and
the conjugates were characterized using the same techniques as
those previously employed for the Con A functionalized
magnetic nanoparticles. It should be noted that the three sets of
antibody conjugates (E. coli, S. typh, and MRSA) were
optimized and characterized in the same way, with similar
trends being observed in the data sets hence; only the data
associated with the E. coli antibody is shown in Figure S1 (SI).
A detailed discussion of the characterization of the SERS active
conjugates is provided in the SI. Brieﬂy, an LSPR shift from 407
to 413 nm plus broadening and dampening of the peak was
observed upon conjugating with the E. coli antibody. In
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Figure 2. SERS spectra obtained from single pathogen detection using the SERS assay: (a) SERS spectrum of MGITC observed when detecting E.
coli (green) and the control spectrum representing when no bacteria was present (red); (b) SERS peak intensities at 1616 cm−1 for assay and control
when detecting E. coli; (c) chemical structure for the Raman reporter, MGITC; (d) SERS spectrum of DACITC observed when detecting S. typh
(blue) and the control spectrum (red); (e) SERS peak intensities at 535 cm−1 for assay and control when detecting S. typh; (f) chemical structure for
DACITC; (g) SERS spectrum of PPY observed when detecting MRSA (orange) and the control spectrum (red); (h) SERS peak intensities at 955
cm−1 for assay and control when detecting MRSA; (i) chemical structure for PPY. The bacteria concentration used was 104 CFU/mL. SERS spectra
were recorded using a 532 nm laser excitation with an accumulation time of 1 s. Peak intensities were obtained by scanning 3 replicate samples 5
times, and the error bars represent one standard deviation. The asterisk highlights a characteristic peak which is used to identify the Raman reporter,
and, hence, the bacterial pathogen present, but it is also used to calculate the peak intensities throughout.

nanoparticles remain in the bulk solution and are washed away,
leaving only the magnetic nanoparticles captured and bound to
the magnet. These nanoparticles are non-Raman active, and
hence only produce weak background signals. Following the
separation step, the SERS active complex and control samples
are resuspended in d.H2O and analyzed using 532 nm laser
excitation. In terms of the multiplexing step (Figure 1d) the
procedure described above was followed, except that three
separate sets of biorecognition nanoparticles were prepared,
each speciﬁc for one strain of bacteria only and each with a
unique Raman reporter. The Raman reporter produces a
molecularly speciﬁc spectrum, and each reporter contains a
characteristic peak which can be used to identify and easily
discriminate between the individual components in a sample
mixture.38 It can be seen in the SERS spectra of Figure 1d that
3 characteristic peaks have been highlighted using an asterisk
(*); each one is unique to a Raman reporter and hence is used
to identify which bacterial target is present.
Figure 2 shows the results for each of the three bacterial
pathogen tests conducted. Figure 2a−c provides the results for
E. coli, (d−f) S. typh, and (g−i) MRSA; all of these are singleplex assays. It can be seen in Figure 2a that when both the
SERS active biorecognition conjugates and the magnetic
conjugates bind to the E. coli bacteria and are pulled from
the matrix volume using a magnet, successful identiﬁcation of
each of the bacteria can be made due to a large SERS signal
(green spectrum) being observed. The Raman spectrum is due
to the Raman reporter malachite green isothiocyanate
(MGITC; chemical structure given in Figure 2c) which was

addition, a size increase and decrease in zeta potential (Figure
S1c,d) were observed at each stage of the conjugation
conﬁrming the successful attachment of the biomolecule.
Moreover, the SERS results showed that with a 1 s
accumulation time and 532 nm laser an excellent signal could
be obtained from the SERS active conjugates (Figure S1e). For
further clariﬁcation on the successful conjugation and to
conﬁrm the stability of the colloidal solutions, gel electrophoresis was performed (Figure S1f). These results along with
those observed for the Con A functionalized magnetic
nanoparticles suggested that the functionalization conditions
were optimal for use in the next stage of the studies which was
developing the assay for single pathogen detection.17
Detection Assay. The detection assay is based on a
sandwich-type SERS approach, involving the use of Con A
functionalized magnetic nanoparticles and SERS active nanoparticles functionalized with antibodies that are bacterial strain
speciﬁc. It is important to note that the Raman reporter
(highlighted as stars in the schematic in Figure 1) is only
present on the biorecognition nanoparticles and not on the
magnetic nanoparticles. Hence, a SERS signal is only observed
when the SERS active nanoparticle binds speciﬁcally to its
bacterial target. As shown in Figure 1a−c, a SERS signal is only
obtained (green spectrum) when both the biorecognition
nanoparticles and the magnetic nanoparticles bind to the
bacterial target. A magnet is then applied, and magnetic
separation is used to remove the SERS active complex from the
matrix volume. In the case where there was no bacterial target
present (control sample, red spectrum), the SERS active
12669
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Figure 3. Assay was performed for each of the pathogens over the bacteria concentration range 104 to 101 CFU/mL. Comparison of SERS spectra
showing changes in signal for (a) MGITC detecting E. coli, (b) DACITC detecting S. typh, and (c) PPY detecting MRSA. The associated bar charts
show the SERS peak intensities at each of the bacteria concentrations, and these are compared to a control sample (no bacteria present). The
characteristic peaks 1616, 535, and 955 cm−1 were used to calculate the peak intensities for E. coli, S. typh, and MRSA, respectively. SERS spectra
were recorded using a 532 nm laser excitation with an accumulation time of 1 s. Peak intensities were obtained by scanning 3 replicate samples 5
times, and the error bars represent one standard deviation. The dashed line gives visual clariﬁcation of the SERS peak intensity of the control.

added to the E. coli biorecognition conjugates; therefore, it
allowed us to conﬁdently conﬁrm the presence of the E. coli
bacteria. In terms of the control sample, when no bacteria were
added to the matrix volume, it can be seen that only a very
weak SERS signal was observed (red spectrum). This weak
signal is due to residual SERS active biorecognition conjugates
not being completely washed away during the separation step.
However, this signal is negligible as it is clear there is a large
enhancement in the signal observed from the SERS active
bacteria complex over the control.
The enhancement in SERS signal from the sample over the
control is due to the unique design of this assay. First, the use
of Con A functionalized magnetic nanoparticles allows for
multivalent interactions to take place between the lectin and the
sugar moieties on the bacteria surface.30 In addition to this, the
magnetic core of the nanoparticles enables the use of a magnet
in which magnetic separation can be employed to capture and
isolate the bacteria−nanoparticle complex from the matrix
volume. This allows for sample concentration and any unbound
material to be washed away, ultimately reducing the background signal and the chance of false positives. Second, the
surface of bacteria also provides multiple binding sites for
interacting with antibody functionalized nanoparticles.1 The
biorecognition event, which occurs between SERS active
antibody functionalized nanoparticles and antigens present on
the surface of bacteria, results in enhanced SERS signals being
obtained (as seen in Figure 2a). The multivalent interaction
which occurs enables the nanoparticles to come in close
proximity to one another, resulting in areas of highly localized
electromagnetic ﬁelds known as SERS hot spots, and these give
rise to increased Raman signals.39 Therefore, it can be
conﬁrmed that the enhancement in SERS signal for the sample
over the control was due to the SERS active nanoparticles
binding speciﬁcally to the bacterial target, with the help of the
lectin functionalized magnetic nanoparticles capturing and
isolating the bacteria complex from the sample matrix. Thus,

the signal enhancement was a result of both conjugates being
present and binding to the E. coli bacteria.
When no bacteria were present, however, the SERS active
biorecognition nanoparticles were unable to bind and therefore
could not be pulled down by the magnet during the separation
step. Essentially, they were washed away with the remaining
unbound matrix volume, leaving only the magnetic nanoparticles to be analyzed, thus resulting in a very weak Raman
signal being obtained. It is evident from Figure 2a and further
clariﬁed in Figure 2b that a signal enhancement of ∼10 times is
observed for the E. coli bacteria sample over the control. The
characteristic peak at 1616 cm−1, which arises due to aromatic
ring stretching within the MGITC molecule,40 was used to
calculate the peak intensity values. Peak intensities were
obtained by scanning 3 replicate samples 5 times, and the
error bars represent one standard deviation. The total analysis
time was ∼1 h from mixing the sample to obtaining the SERS
results. Therefore, in comparison to culture based methods
where it can take up to 7 days for results to be obtained, a
bionanosensor capable of rapidly isolating and simultaneously
detecting E. coli bacteria has been demonstrated. We believe,
however, that this analysis time could be further improved with
additional optimization and automation of the wash steps.
The number of bacterial pathogens which could be detected
was extended to S. typh, another Gram-negative bacterial strain,
and MRSA, a Gram-positive bacterial strain, which were chosen
to show the breadth and facile adaptability of the
bionanosensor. The results of the single pathogen tests for S.
typh and MRSA can be observed in Figure 2d−f and Figure
2g−i, respectively. The Raman reporter DACITC (dimethylamino-4-methylcoumarin-3-isothiocyanate) with a characteristic
peak at 535 cm−1 was used to detect S. typh, while PPY (4-(1Hpyrazol-4-yl)-pyridine) with a characteristic peak at 955 cm−1
was used to detect the presence of MRSA. Similar results were
observed for these two bacterial strains as those previously seen
with the E. coli bacteria, such that intense SERS signals were
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Figure 4. SERS spectra obtained from multiple pathogen detection using the SERS assay. (a) Stacked SERS spectra showing the raw spectra
obtained from the detection of all three bacterial pathogens simultaneously using the detection assay and a control sample for comparison when no
bacteria was present plus the SERS spectra obtained from the detection of each pathogen separately. Control spectrum is red. DACITC spectrum
(blue) represents S. typh; MGITC spectrum (green) represents E. coli. PPY spectrum (orange) represents MRSA, and the black spectrum is the
multiplex containing all three bacterial pathogens. The black dotted lines show peaks that are unique to each Raman reporter and hence used to
identify the presence of the bacterial targets. The bacteria concentration used was 103 CFU/mL. (b) PCA scores plot showing the relationship
between the multiplex spectra and each of the three single pathogen spectra. The black crosses represent the triplex spectra; green circles are E. coli;
blue squares are S. typh; and red diamonds are MRSA. (c) Comparative peak intensities at 1616 cm−1 for assay and control. SERS spectra were
recorded using a 532 nm laser excitation with an accumulation time of 1 s. Peak intensities were obtained by scanning 3 replicate samples 5 times,
and the error bars represent one standard deviation. TEV = total explained variance.

were present in the sample causing the binding of large
numbers of nanoparticles followed by concentration into a
small volume by magnetic capture. This resulted in dampening
of the SERS signal due to self-absorbance of the Raman
scattered light. There was a clear concentration dependence at
104 CFU/mL and below, and as such the sensitivity was only
conducted from 104 to 101 CFU/mL. As previously mentioned,
the concentration studies produced similar results with the
greatest SERS signals being obtained when cell concentrations
of 104 CFU/mL were employed. The weakest SERS responses
were observed from the controls; therefore, even at low bacteria
concentrations of 101 CFU/mL, using this approach we were
able to discriminate between the SERS active bacteria
complexes and the controls.
In terms of the assay’s sensitivity, it is obvious from Figure 3
that detection can conﬁdently be made with cell concentrations
between 104 and 102 CFU/mL for all three bacterial pathogens.
The signals for the SERS active bacteria complexes at these
concentrations are far superior to the controls. The lowest
discrimination between the sample and control, however, was
found to be with a bacteria concentration of 101 CFU/mL. For
the E. coli bacteria, the SERS active bacteria complex produced
a SERS signal twice that of the control, conﬁrming that we were
able to discriminate between the two samples and thus able to
detect E. coli bacteria at a concentration of 101 CFU/mL.
Additionally, it was possible to detect S. typh and MRSA at this
concentration also, with signal enhancements of ∼1.5 and ∼1.7
being observed for the SERS active bacteria complexes over the
control samples, respectively. It should be noted, however, that
50 μL of bacteria was used in these assays; hence, the detection
limit is actually lower than 101 CFU/mL, as the number of
bacteria present in these samples is less than if 1 mL of bacteria
had been added. Moreover, we have successfully demonstrated

obtained when the bacteria was present and very weak signals
when they were not. In terms of the S. typh bacteria, a signal
enhancement of ∼13 times (blue spectrum) was observed for
the SERS active bacteria complex over the control sample (red
spectrum), while the signal for the MRSA bacteria complex
(orange spectrum) over the control sample was ∼11 times
greater, thus further demonstrating the level of discrimination
which can be achieved using this approach. Moreover, we have
demonstrated that this bionanosensor is both speedy and
versatile as it is capable of isolating and detecting both Grampositive and Gram-negative bacterial pathogens. Further, the
discrimination which can be achieved between sample and
control is undeniable.
Single Pathogen Detection. For this approach to
represent an advancement over current methodologies, it also
has to be sensitive as well as fast. Therefore, concentration
studies for each of the 3 bacterial pathogens were conducted to
determine what the cell concentration limit would be, in terms
of discriminating between the SERS active bacteria complex
and the control. The assay was performed for each of the
pathogens over the bacteria concentration range 104 to 101
CFU/mL. Figure 3 shows the SERS spectra obtained at each of
the concentrations plus a control spectrum for comparison, for
(a) E. coli, (b) S. typh, and (c) MRSA. Additionally, associated
bar charts detailing the SERS peak intensities for each of the
bacteria concentrations are also provided. For ease and visual
clariﬁcation, each of the bar charts contains a dashed line; this is
used to highlight the peak intensity of the control.
Furthermore, an extended concentration study was conducted
for E. coli bacteria where the assay was performed over the
range 107 to 101 CFU/mL. The results from this can be seen in
Figure S2 (SI), but it was obvious that, at bacteria
concentrations greater than 104 CFU/mL, too many bacteria
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and discrimination between the bacterial pathogens in the
multiplex can be made. Moreover, not only is it important to be
able to discriminate between the bacterial pathogens within the
multiplex, but also it is vital that the bionanosensor is capable of
discriminating between the SERS active bacteria complex and
the control sample (when no bacteria are added).
The diﬀerence in signal intensity between the triplex sample
and control is clearly observed in Figure 4a; however, for
further clariﬁcation, Figure 4c provides the associated peak
intensity values with error bars for the 1616 cm−1 peak. It can
be seen that when the bacterial targets were present, an intense
SERS spectrum was obtained (black spectrum), and as
explained previously, this was due to a biorecognition
interaction occurring between the nanoparticle conjugates
and the three bacterial strains. However, when no bacteria
were present, then only a weak Raman signal was observed (red
spectrum). The SERS signal for the triplex sample was ∼6
times greater than that observed for the control, demonstrating
the eﬀectiveness of this approach. Again, the total analysis time
was ∼1 h. This is comparable with other bionanosensors which
have been developed, however this approach is unprecedented
is that it can detect multiple pathogens simultaneously in this
time, whereas previous methods are for single pathogen
detection only.2,3 Furthermore, this bionanosensor is easy to
use and can be adapted for use with portable Raman
instruments, making it ideal for use with point of care devices.
The sensitivity which can be achieved by this bionanosensor is
also below the recommended limits currently required for
clinical diagnosis (which is ≥103 CFU/mL).41,42 Therefore; it
oﬀers signiﬁcant advancements over existing methods and
oﬀers the opportunity for advancements in healthcare
applications.

that this SERS bionanosensor is not only rapid and versatile but
also sensitive in detecting bacterial pathogens. In addition, the
bionanosensor is capable of detecting concentrations which are
clinically relevant, with current methodologies typically
detecting 103 CFU/mL.41,42
Multiple Pathogen Detection. Food contamination is a
threat to public health, and it can occur at any stage between
preparation and consumption, aﬀecting 500 000 people in the
UK alone each year. Our bionanosensor is capable of detecting
multiple bacterial pathogens simultaneously, and in the case of
food pathogens where coinfection is plausible, we demonstrate
the successful detection of both E. coli and S. typh
simultaneously (Figure S3). However, to demonstrate the
diversity and adaptability of this bionanosensor we have chosen
to detect food pathogens and MRSA which also has a huge
impact on human health. For the multiplex detection assay, the
same procedure described previously was followed except three
separate sets of biorecognition nanoparticles were prepared,
each speciﬁc for one strain of bacteria only and each with a
unique Raman reporter. Figure 4a shows the SERS spectrum
obtained when all three bacterial pathogens (E. coli, S. typh, and
MRSA) were present in the sample. This multiplex spectrum
(black) was compared to the SERS spectra obtained when each
of the pathogens were detected individually, and a control
sample for when no bacteria was present (red).
The DACITC spectrum (blue) represents S. typh; the
MGITC spectrum (green) represents E. coli. The PPY
spectrum (orange) represents MRSA. It can be seen in Figure
4a that the black dotted line highlights three peaks at 535, 955,
and 1445 cm−1 which are unique to each of the Raman
reporters (DACITC, PPY, and MGITC) and hence used to
identify the presence of each of the bacterial targets (S. typh,
MRSA, and E. coli), respectively. The peak at 1616 cm−1, used
previously to detect E. coli, occurs close to a peak in the MRSA
(PPY peak at 1610 cm−1) spectrum; therefore, conﬁrmation of
the presence of E. coli using the peak at 1445 cm−1 was carried
out instead. This bionanosensor provides a “one pot” detection
system for multiple bacterial pathogens, but more important
than that, it is capable of isolating and discriminating between
the bacterial strains being analyzed. As the multiplex spectrum
is multivariate in nature, it is not always reliable to analyze the
spectrum by eye alone; thus, multivariate analysis in the form of
principal component analysis (PCA) was performed on the
multiplex spectrum along with the three single pathogen
spectra. Figure 4b shows the PCA scores plot showing the
relationship between the multiplex spectra and each of the
three single pathogen spectra. PCA is a common method for
the analysis of spectroscopic data,7,36 and the resulting principal
component (PC) scores plot (Figure 4b) clearly illustrates how
strong the relationship was between the multiplex spectra and
the pathogen spectra with four unique groupings being
identiﬁed. It can be seen that the single bacterial pathogen
samples form the edges of a triangle with the triplex sample
clustering in the middle. The black crosses represent the triplex
spectra; green circles are E. coli. Blue squares are S. typh, and
red diamonds are MRSA. Five scans of 3 replicate samples are
shown in the PCA plot, and each group is tightly clustered
illustrating the excellent reproducibility of the SERS spectra and
hence the whole analytical approach including bacterial
isolation as well as detection. The SERS spectra from the
triplex sample are also clustered tightly together and are clearly
separated from the single bacterial samples. Thus, the PCA
supports the previous ﬁndings in which successful identiﬁcation

■

CONCLUSIONS
A SERS bionanosensor which is rapid, sensitive, and capable of
isolating and detecting multiple bacterial pathogens simultaneously has been demonstrated. This novel approach involves
combining a sandwich-type assay with magnetic separation in
which a magnet is used to capture a SERS active bacteria
complex and isolate it from a matrix volume. Using this
detection assay, cell concentrations as low as 10 CFU/mL were
readily detected in single pathogen tests for E. coli, S. typh, and
MRSA. Furthermore, 3 bacterial strains were isolated and
detected simultaneously in a multiplex system, with discrimination being made using both PCA and SERS analysis. The
sensitivity of this bionanosensor has been demonstrated with
bacterial concentrations below the requirements for clinical
diagnosis being made. This multiplexed bionanosensor is
capable of providing fast and sensitive discrimination of
bacterial pathogens both individually and within a multiplex
system oﬀering opportunities for future advancements in
clinical diagnosis and biomedical applications.
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